[The comparative analysis of electrophoretic fractionating of blood serum proteins in diagnostics of multiple plasma cell myeloma].
The choice of technology of electrophoretic fractionating of blood serum proteins is determined, besides the analytical characteristics, by its economic component. The electrophoresis technologies developed by the R&D production facility "Astra" (Russia) and the firm "PZ Cormay S.A." (Poland) are compared from a viewpoint of applicability in routine laboratory, practice and diagnostics of multiple plasma cell myeloma in particular. It is established that under the comparable economic, "consumer" and analytic characteristics of technologies in the diagnostic process the application of the technology in agarose gel ("PZ Cormay S.A.") is more preferable.